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All color carbons should be made in duplicate and results averaged. Nothing is gained by operating on a greater amount than o.ioo gram. The writer, in his practice, ran a great many color tests, using 0.500 gram, and found the same lack of agreement, and much more acid is needed.
The Comparison. If, for example, a 0.60 carbon standard is in use pour it into the comparison tube, using as little rinse water as possible, so that the volume of the fluid in the tube is just 6 c.c.; mix thoroughly.
The test is then put in another tube, and water is added to it until its color is the same shade as that of the standard, mixing carefully with each addition of water. This matching should be conducted slowly when the test is still but slightly darker than the standard. But two-tenths of a cubic centimeter should be added at a time when the test is only slightly darker than the standard, so that when the former is finally very slightly lighter than the standard, the operator knows he has overstepped the end point o.oi per cent, which he deducts from the reading. If the test, for example, is just turned lighter at 6.5 c.c., then the per cent carbon will be 0.65 less o.oi or 0.64 per cent carbon. If a standard of 0.30 carbon is in use, it is diluted to 9.0 c.c. Should the test match it at 6.0 c.c., then the carbon percentage will be 0.60 -=- 3, or 0.20 per cent carbon. If a standard of 0.40 carbon is used, it is diluted to 8.0 c.c. If the test matches it at 7.0 c.c. for example, then the per cent carbon will be 0.70 -f- 2, or 0.35 per cent carbon. If a standard of 0.08 per cent carbon is in use, it is diluted to 5.6 c.c. Should the test match it at 6.0 c.c., for example, the per cent carbon would be 0.60 -f- 7, or 0.085 = per cent carbon. When a large number of color tests must be made, they should be checked at frequent intervals by combustion; for instance, if a lot of 30 color tests are made, and every fifth one is checked by combustion and checks within o.oi to 0.03 per cent in a range from 0.50 per cent and over, it is pretty safe to assume that that particular lot of color tests was done under favorable conditions.
The writer does not use a comparison camera, but decidedly